Filling vials aseptically while monitoring for bacterial contamination.
An aseptic system for prefilling radiopharmaceutical kit vials or syringes is described. The system combines ultrafiltration with a method for monitoring for bacterial contamination. It could be used in any vial or syringe prefilling operation and is not restricted to radiopharmaceuticals.